[Development of control systems for air sterilizers].
The system to control a process of air sterilization is proposed. With the system, effects of operator's random errors on the quality of sterilized medical products may be eliminated. This is achieved through the control of the influence of a loading structure on the temperature field of a sterilizing agent. As a result, labour efficiency of medical personnel improves.